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SECTION  I 
INTRODUCTION 


1 .  BACKGROUND 

The  Air  Force  Wright  Aeronautical  Laboratories  (AFWAL)  Materials 
Laboratory  is  presently  conducting  research  on  silicon  crystals  under 
Work  Unit  Directive  (WUD)  I2306Q106.  The  purpose  of  this  research  is  to 
investigate  the  electrical  and  optical  properties  of  silicon  materials 
intended  for  use  in  advanced  infrared  (IR)  detector  systems  and  for  use 
in  improved  electronic  devices.  In  order  to  understand  the  optical  and 
electrical  behavior  of  silicon  materials,  it  is  extremely  helpful  to 
know  certain  characteristics  of  the  particular  sample  being  studied. 
Characteristics  of  special  importance,  which  constitute  the  subject  of 
this  report,  are  impurity  presence  and  impurity  concentration  in  silicon. 

It  is  these  impurities  which  ultimately  define  the  operating  limitations 
of  an  IR  detector  or  electronic  device.  For  example,  it  is  shown  in 
Figure  1  that  by  doping  different  Group  III  impurities  into  silicon,  one 
can  adjust  the  optical  cutoff  frequency  of  the  silicon  material,  and 
therefore  the  cutoff  of  the  IR  detector. 

Many  different  techniques  are  available  for  studying  semiconductor 
materials  and  several  have  been  selected  for  use  at  the  AFWAL  Materials 
Laboratory  for  thorough  electrical  and  optical  characterization  of  silicon 
material  including:  low  temperature  Fourier  Transform  Infrared  (FTIR) 
absorption  spectroscopy;  variable  temperature  Hall-effect  analysis;  photo- 
Hal  1; photoluminescence;  and  photothermal  ionization.  A  short  description 
and  a  discussion  of  the  effectiveness  and  limitations  of  each  of  these 
techniques  can  be  found  in  NMAB  Report  #362  by  the  National  Materials 
Advisory  Board  (Reference  1).  Each  technique  has  some  special  advantage 
over  the  other  for  obtaining  specific  types  of  information.  For  instance, 
Hall  analysis  can  be  used  to  directly  measure  the  concentration  and 
activation  energies  of  the  impurities,  while  FTIR  spectroscopy  can  only 
be  used  to  directly  measure  the  impurities'  presence,  but  not  concentration. 
Also,  FTIR  measures  only  optically  active  impurities  while  Hall-effect 
measures  only  electrically  active  impurities.  This  report  examines  the 
electrical  transport  Hall  and  the  optical  FTIR  analysis  techniques  and 
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accurately  determines  the  coefficients  that  couple  the  two  methods. 

These  results  permit  using  the  advantages  of  each  method  in  routine 
sample  analysis,  namely,  the  speed  and  convenience  of  FTIR  and  the 
quantitative  output  of  the  Hall  measurements. 

Absorption  spectroscopy  is  one  of  the  oldest  and  most  understood 
techniques  and  therefore  one  of  the  more  widely  accepted  techniques  for 
studying  impurities  in  silicon.  Fourier  transform  spectroscopy  is  a 
modern  improvement  of  the  older  technique  which  incorporated  the  use  of 
prisms  and  gratings.  The  birth  of  the  minicomputer  and  the  Fast  Fourier 
Transform  made  possible  the  more  widespread  use  of  FTIR  spectroscopy, 
which  has  advantages  in  speed  and  resolution  over  the  older  absorption 
experiments.  In  either  the  older  or  more  modern  version,  absorption 
spectroscopy  measures  the  strength  of  atomic  and  molecular  transitions 
produced  by  an  interaction  between  the  sample  material  and  the  light 
illuminating  the  sample.  Each  atom  or  molecule  produces  a  unique  spectral 
pattern  (or  fingerprint)  which  enables  spectroscopists  to  distinctly 
identify  a  particular  atom  or  molecule  in  the  sample  being  tested. 

Probably  the  most  studied  impurities  in  silicon  are  the  Group  III 
and  Group  V  elements  along  with  carbon  and  oxygen.  The  Group  III  and 
Group  V  impurities  give  rise  to  electronic  transition  spectra  while  carbon 
and  oxygen  give  rise  to  local-mode  vibrational  spectra. 

The  absorption  spectra  of  all  of  the  previously  mentioned  elements 
in  silicon  can  be  observed  using  FTIR  spectroscopy.  While  the  main 
emphasis  of  this  report  is  on  the  Group  III  elements  boron,  gallium,  and 
indium,  the  other  elements  cannot  be  ignored  because  of  their  interference 
in  measurements  of  the  Group  III  elements.  This  technique  has  been 
successful  in  measuring  Group  III  elemental  impurities  in  silicon  even 
at  low  concentrations  of  the  part  per  billion  (PPB)  level.  To  make  this 
experiment  quantitative,  it  must  be  calibrated  against  another  technique 
such  as  Hall-effect  analysis  or  neutron  activation  analysis  (NAA). 

Further  description  of  the  calibration  procedure  can  be  found  in  Section 
II. 
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2.  PROBLEM 

Thus,  the  problem  of  this  report  is  to  experimentally  determine 
optical  calibration  constants  for  boron,  gallium,  and  indium  elemental 
impurities  in  Silicon.  These  calibration  constants  will  be  used  with 
FTIR  absorption  spectroscopy  to  accurately  measure  the  concentration  of 
these  impurities. 

Since  it  is  essential  to  know  under  what  experimental  conditions 
the  constants  may  be  used,  an  integral  part  of  the  problem  is  to  define 
the  following: 

•  The  temperature  range  over  which  the  new  calibration  constants 
may  be  used 

•  The  concentration  range  over  which  the  constants  are  valid 

■  The  usefulness  of  these  calibration  constants  in  multiply-doped 
silicon  samples 

Two  additional  problems  that  will  be  included  in  this  report  are 
the  assignment  of  new  line  positions,  line  spacings,  etc.  to  the  Group 
III  acceptors,  and  the  calibration  of  the  oxygen  lines  at  1136  cm-1  and 
1128  cm-1  as  a  means  to  ensure  that  the  sample  temperature  as  measured 
by  the  temperature  sensor  is  correct  (Reference  2). 

3.  APPROACH 

The  first  and  most  important  step  in  this  study  was  to  put  together 
a  set  of  Group  Ill-doped  silicon  samples.  To  perform  a  study  like  this, 
it  was  necessary  to  have  access  to  either  a  crystal  growing  facility  or 
a  facility  with  an  inventory  of  a  wide  variety  of  Group  III  -  doped 
silicon  crystals.  At  least  three  doped  silicon  crystals  were  needed  for 
each  Group  III  element  to  be  studied.  These  three  crystals  mi'st  represent 
a  range  of  dopant  concentrations.  The  Materials  Laboratory  had  available 
the  samples  which  were  used  in  this  study.  Some  of  these  crystals  had 
previously  been  measured  for  impurity  concentrations.  Others  had  only 
resistivity  measurements  provided  by  the  manufacturer  which  could  be 
related  to  impurity  concentration  by  Sclar's  concentration  versus 
resistivity  curves  (Reference  3).  A  knowledge  of  approximate  dopant 
concentration  was  required  for  sample  selection.  These  samples  were 
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then  cut  to  appropriate  dimensions  and  polished  for  each  experimental 
technique  included  in  this  study.  Measurements  were  then  taken  on  these 
samples  by  FTIR  absorption  spectroscopy,  variable  temperature  Hall-effect 
analysis,  and  neutron  activation  analysis.  Hall-effect  analysis  and 
neutron  activation  analysis  provided  two  independent  measurements  of 
impurity  concentrations  for  each  sample. 

FTIR  absorption  spectroscopy  measurements  provided  information  such 
as  peak  areas,  peak  locations,  line  spacings,  etc.  on  each  Group  Ill- 
doped  silicon  sample.  Data  was  taken  at  a  variety  of  sample  temperatures 
to  determine  the  effect  of  temperature  variation  on  peak  shape.  At  least 
one  sample  was  run  over  a  temperature  range  of  5  -  77°K  to  provide  the 
temperature  dependence  of  the  oxygen  lines  at  1136  cm”'*'  and  1128  cm”'*'. 
Knowing  the  temperature  dependence  of  these  lines  will  provide  a  means 
to  roughly  measure  actual  sample  temperature. 

A  multiply-doped  silicon  sample  was  analyzed  by  each  technique  to 
test  the  ability  to  use  calibration  constants  for  samples  with  more  than 
one  Group  III  impurity  present. 

4.  SCOPE 

Although  calibration  constants  are  needed  for  the  Group  III,  Group 
V,  oxygen,  and  carbon  impurities  in  silicon,  this  report  was  limited  to 
the  study  of  only  the  Group  III  elemental  impurities,  boron,  gallium, 
and  indium  in  silicon.  Very  few  thallium-doped  silicon  samples  exist 
and  therefore  were  not  included.  An  aluminum-doped  silicon  sample  was 
measured  optically  but  neither  Hall  nor  NAA  measurements  could  be 
obtained. 

Calibration  constants  were  obtained  for  sample  temperatures  between 
5°K  and  12°K.  These  are  the  most  common  temperatures  attainable  by  the 
cooling  systems  at  the  Materials  Laboratory. 

Because  of  the  limited  sample  selections,  in  some  cases  only  a  nar¬ 
row  range  of  dopant  concentration  could  be  found. 

This  report  is  intended  to  be  experimental  in  nature.  A  great  deal 
of  theory  already  exists  which  explains  acceptor  defects  in  silicon  and 
will  be  referred  to  when  necessary  for  discussion. 
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The  main  emphasis  of  this  report  was  on  the  FTIR  absorption 
spectroscopy  portion  of  this  study.  Little  discussion  will  appear  on 
Hall  analysis  and  Neutron  activation  analysis.  Theoretical  discussion 
focuses  on  the  optical  properties  of  these  materials  as  they  affect  the 
absorption  measurements. 

5.  ASSUMPTIONS 

It  should  be  noted  that  two  major  assumptions  were  made  throughout 
this  work.  These  assumptions  were: 

a.  In  this  study,  each  piece  of  material  was  sliced  into  no  more 
than  three  samples.  These  three  samples  were  then  distributed, 
one  for  FTIR  absorption  spectroscopy,  the  second  to  Hall 
analysis,  and  the  third  to  neutron  activation  analysis.  Ideally, 
all  three  measurements  should  be  made  on  one  sample.  This  would 
eliminate  the  possibility  of  there  being  any  concentration 
gradients  from  one  sample  to  the  next.  For  cases  when  one  sample 
could  not  be  used  for  each  measurement,  it  was  assumed  that  an 
adjacent  sample  from  the  same  piece  of  material  had  the  same 
impurity  concentration. 

b.  Reflectance  measurements  were  not  made  on  samples  as  part  of 
this  study.  A  simple  visual  inspection  was  made  to  ensure  all 
samples  had  a  highly  polished  surface.  The  reflectivity  was 
assumed  to  be  .28  for  all  samples. 
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SECTION  II 

IR  ABSORPTION  SPECTRA  OF  GROUP  III 

ACCEPTORS  IN  SILICON  AND  .THEIR  USE  IN  QUANTITATIVE  MEASUREMENTS 

1.  INTRODUCTION 

The  Group  III  acceptor  lines  have  been  used  in  the  past  to  measure 
impurity  concentrations  in  silicon  crystals  (References  4,  5,  6).  A 
great  deal  of  experimental  and  theoretical  work  has  been  done  to  explain 
the  physical  origin  of  these  lines.  This  section  will  provide  the  reader 
with  a  brief  description  of  these  excitation  lines  as  developed  by  theory 
along  with  recent  experimental  results.  With  this  basic  understanding 
of  the  acceptor  lines,  an  explanation  of  how  these  lines  can  be  calibrated 
to  yield  impurity  concentration  measurements  will  be  presented.  The 
calibration  constants  reported  by  various  investigators  are  not  in  close 
agreement  (References  5,  7).  Factors  which  could  influence  the  shapes 
of  these  spectral  lines  must  be  considered  when  making  quantitative  measure¬ 
ments.  These  factors  include  phonon  broadening,  electric  field  broadening, 
concentration  broadening,  and  stress  and  strain  broadening.  The  conditions 
under  which  these  broadening  mechanisms  occur  will  be  pointed  out  as 
situations  to  avoid  when  making  quantitative  measurements  and  as  a  possible 
explanation  for  previous  discrepancies  in  reported  calibration  constants. 
Finally,  the  reasons  why  the  existing  calibration  factors  of  Honeywell 
(Reference  4)  were  difficult  to  use,  will  be  discussed. 

2.  GROUP  III  ACCEPTOR  IR  SPECTRA 

Group  III  elements  normally  occupy  substitutional  sites  in  the  silicon 
lattice.  Having  only  three  valence  electrons,  they  are  not  able  to  partici¬ 
pate  in  all  four  valence  bonds  available  at  each  substitutional  site. 

This  electron  deficiency  at  the  acceptor  site  is  referred  to  as  a  hole. 

Holes  act  as  positively  charged  particles  and  are  loosely  bound  to  the 
negatively  charged  acceptor  ion  core.  At  room  temperature,  holes  are 
ionized  from  their  acceptor  sites  and  are  free  to  move  in  the  crystal  as 
charge  carriers.  At  low  temperatures,  around  10°K,  holes  tend  to  occupy 
the  lowest  bound  energy  state.  Interaction  of  these  holes  with  IR  radiation 
causes  effective  mass  type  excitation  spectra  (References  8,  9,  10,  11). 
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The  spectra  arise  due  to  transitions  from  an  s-like  ground  state  to  p- 
like  excited  states.  Because  only  the  s-like  ground  state  wave  function 
penetrates  the  acceptor  ion  core,  only  the  ground  states  are  affected  by 
the  atomic  differences  of  the  various  acceptors.  P-1  ike  excited  states, 
as  calculated  by  effective-mass  theory,  are  identical  for  all  acceptors. 
This  similarity  in  the  p-states  for  all  the  acceptors  results  in  a  char¬ 
acteristic  pattern  for  all  acceptor  spectra.  The  various  acceptor  ground 
states  are  shifted  in  energy  due  to  the  differences  in  local  screening 
of  the  s-state.  The  similar  spectral  pattern  of  the  Group  III  acceptors 
In,  Ga,  Al,  and  B  can  be  seen  in  Figure  2  which  shows  spectra  obtained 
in  this  study.  Here  the  P^/2  series  are  lined  up  on  line  9  and  the  p^ 
series  are  lined  up  on  line  2p*.  Enlargements  of  these  spectra  will  be 
provided  in  Section  IV  to  show  more  detail  and  to  provide  exact  energy 
locations.  These  hole  transitions  can  be  seen  with  reference  to  the 
silicon  valence  bands  in  Figure  3.  In  the  case  of  the  p^  series,  the 
top  of  the  valence  band  is  the  series  limit.  The  top  of  the  spin  orbit 
split-off  valence  band  is  the  py2  series  limit. 


MOMENTUM 

Figure  3.  Band  Diagram  of  Acceptor  Transitions  in  Silicon 
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3.  USING  SPECTRAL  LINES  TO  MAKE  QUANTITATIVE  MEASUREMENTS 

The  ability  to  make  quantitative  measurements  using  absorption 
spectroscopy  relies  on  the  Beer's  Law  dependence  of  line  intensity  to 
concentration. 

Beer's  Law  IsIo«~°d 

where 

IQ  =  Intensity  of  radiation  incident  on  sample 
I  =  Intensity  of  radiation  after  passing  through  sample 
a  =  Absorption  coefficient 
d  =  sample  thickness 

Taking  into  account  multiple  internal  reflections  within  the  sample. 
Beer's  law  becomes  (Reference  12), 


f  -ad 


!.r  .ll=Pi  ♦  ™ 

R*  Reflectivity 
T =Transmittonc« 


Using  the  more  complete  form  of  Beer's  law,  absorption  coefficient  can 
now  be  expressed  in  terms  of  d,  R,  and  T,  where  T=I/I0,  as 


1 1nf 

|Sd  L 


2TR 


t(1-R)4+4T2Rt],'2-(1-R) 


;] 


Also  a  =  No,  where  o  is  equal  to  absorption  cross  section  and  N  is 
equal  to  the  net,  or  uncompensated,  dopant  concentration.  This  observed 
N  is  the  difference  between  acceptor  and  donor  concentrations, 

N  *  [N  -  N^].  If  energy  equal  to  or  greater  than  the  band  gap  energy 
is  incident  on  the  sample,  both  acceptor  and  donor  impurities  can  be 
seen.  This  is  often  referred  to  as  the  Kolbesen  technique  (Reference 
6).  After  N  and  a  are  determined  through  independent  experiments,  a 
can  be  calculated.  The  reciprocal  of  this  optical  cross  section  is  then 


*  -  *  »  ■  v*  *  n  *•  «  *  %  •  •»  *A "  •  •  •  • 
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used  as  the  calibrated  constant  which  relates  the  absorption  coefficient 
to  concentration. 

1/<r  *  k  so  thot  ok  =  N 

A  feature  from  an  acceptor  absorption  peak  must  be  then  selected  as 
the  value  for  a.  In  the  past  a  has  been  equated  to  peak  height  or  peak 
area  (References  4,  5).  It  is  common  to  use  peak  area  for  peaks  with  a 
measurable  half-width,  whereas  for  narrow  spectral  lines  it  is  common  to 
use  peak  height-  Most  Group  III  acceptor  lines  have  an  adequate  half¬ 
width  and  therefore  peak  areas  are  normally  used  to  characterize  acceptor 
lines. 

The  line  widths  and  peak  shapes  of  the  acceptor  lines  being  studied 
are  subject  to  distortion  by  various  mechanisms.  Such  peak  distortions 
can  then  lead  to  inaccuracy  in  concentration  measurements.  When  making 
quantitative  measurements,  awareness  of  these  sources  of  peak  distortion 
is  necessary  for  proper  interpretation  of  spectral  information.  The 
mechanisms  which  affect  the  shape  of  acceptor  lines  include  phonon  or 
thermal  broadening  (References  13,  14,  15);  concentration  broadening 
(which  is  due  to  overlap  of  the  wave  functions  of  bound  carriers) 
(Reference  16);  internal  electric  field  broadening  References  17,  18); 
internal  and  external  stress  and  strain  broadening  (References  4,  19); 
and  instrumental  broadening  (Reference  19). 

Because  of  thermal  broadening,  absorption  measurements  should  only 
be  taken  on  samples  cooled  to  below  40°K.  Above  this  temperature, 
acceptor  lines  begin  to  broaden  considerably  which  can  lead  to 
inaccuracy  in  quantitative  optical  measurements.  Resonant  interaction 
of  phonons  with  acceptor  energy  transitions  causes  a  drastic  distortion 
or  even  complete  disappearance  of  acceptor  spectral  lines.  This  effect 
is  seen  in  line  2  of  gallium  and  line  3  of  aluminum.  In  this  study, 
phonon-coupled  lines  will  be  avoided  for  use  due  to  the  anomalous 
behavior  these  lines  exhibit. 

Concentration  effects  on  peak  half-widths  are  known  to  occur  at 

1C  O  JO 

concentrations  as  low  as  1  x  10  cm”  .  At  concentrations  above  10 

_3 

cm  ,  line  structure  is  completely  destroyed  (References  13,  16).  J.J. 
White  shows  that  half-widths  vary  with  the  cube  root  of  concentration. 
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How  this  variation  affects  peak  area  will  affect  the  linear  relationship 
of  the  calibration  constant  with  concentration.  For  this  study,  an 
initial  assumption  will  be  made  that  peak  area  is  linearly  proportional 
to  concentration.  The  validity  of  this  assumption  will  be  evaluated 
while  interpreting  the  experimental  results. 

Internal  electric  field  effects  on  boron  acceptor  spectra  were 
studied  by  J.J.  White  in  1967.  He  observed  the  effects  of  coulombic 
fields  caused  by  ionized  impurities  (References  13,  18).  The  effects 
due  to  ionized  impurities  are  negligible  at  temperatures  below  40°K  in 
comparison  to  phonon  broadening.  Since  all  samples  in  this  study  were 
measured  at  temperatures  well  below  40°K,  this  effect  was  ignored. 

Strain  broadening  can  be  caused  by  crystalline  imperfections  such 
as  the  presence  of  impurities  or  dislocations.  Modern  crystal  growth 
techniques  reduce  dislocation  concentration  to  levels  where  dislocation 
broadening  is  small.  Special  care  must  been  taken  to  eliminate  any 
accidental  stress  broadening  caused  by  sample  mounting. 

Instrumental  broadening  is  negligible  if  the  observed  full-width  at 
half  maximum,  W^2»  at  least  twice  as  large  as  the  instrumental  half¬ 
width.  This  criterion  is  met  when  studying  acceptor  lines  using  a  resolu¬ 
tion  of  0.5  cm"^  (References  19,  20). 

4.  PROBLEMS  WITH  PREVIOUS  CALIBRATION  FACTORS 

Workers  from  Honeywell  Corporate  Research  Center  (Reference  4)  have 
done  a  calibration  study  resulting  in  the  most  recent  calibration  constants 
which  relate  peak  height  and/or  peak  area  obtained  by  absorption 
spectroscopy  to  concentrations  obtained  using  room- temperature  Hall  coef¬ 
ficient  and  resistivity  measurements.  Calibration  constants  developed 
by  Honeywell  under  OARPA  contract  #DAAK70-77-C-0194  are  listed  in  Table  1. 

These  calibration  constants  have  often  been  used  at  the  AFWAL  Mate¬ 
rials  Laboratory,  but  in  many  cases  their  use  became  difficult.  Because 
of  these  difficulties,  this  report  was  undertaken  to  develop  new  calibra¬ 
tion  constants.  The  particular  cases  where  the  already  existing 
calibration  constants  could  not  be  used  or  their  use  was  questionable 
are  listed  in  the  following  paragraphs. 
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TABLE  1 


OPTICAL  CALIBRATION  CONSTANTS  AT  8K  (Reference  4) 


Impurity 

Line  (cm-1) 

Concentration  (cnf^) 

Boron 

279 

[B]  =  peak  area/6.6  X  10~*4 

Boron 

666 

=  area/6  X  10~15 

Aluminum 

472 

=  area/2.4  X  10"14 

Gal  1  i  urn 

510 

=  area/2  X  10-*4 

Indium 

1175 

=  area/5  X  10~16 

Thai  1  i  urn 

1907 

=  area/8.5  X  10'17 

Carbon 

600 

=  peak  X  6.7  X  1016 

Oxygen 

1136 

=  peak  X  3.09  X  1016 

B-X 

184 

=  area/9.5  X  10-14 

Al-X 

373 

=  area/4  X  10'14 

Ga-X 

381 

=  area/4  X  10-14 

In-X 

830 

=  area/3.5  X  10'15 

Phosphorus 

315 

=  area/9.94  X  10~14 

a.  Anytime  the  transmittance  of  the  spectral  line  being  used  for 
calibration  goes  to  zero,  due  to  either  high  concentration  or  excessive 
sample  thickness,  calibration  constants  are  no  longer  reliable.  See 
Figure  4  for  examples.  For  gallium  and  aluminum,  the  primary  line  used 
for  calibration  by  Honeywell  was  line  2  of  the  Py2  series.  This  is 
the  most  intense  spectral  line  of  In,  B,  and  A1 ,  and  is  therefore  the 
most  practical  to  use  in  calibration,  except  in  the  cases  presented.  A 
secondary  line  must  therefore  be  used  for  calibration  purposes. 

b.  The  extremely  distorted  shape  of  line  2  of  the  gallium  p^ 
spectra  and  the  absence  of  line  3  in  the  aluminum  spectra  are  due 
to  a  strong  coupling  to  the  519  cm-1  phonon  as  suggested  first  by  Onton 
et  al  (Reference  21),  and  later  shown  theoretically  by  Chandrasekhar 
(Reference  22).  The  distortion  of  these  lines  is  shown  in  Figure  4. 

The  existing  Honeywell  calibration  constant  for  gallium  in  silicon 
references  this  distorted  line  2  of  gallium.  Since  line  2  of  gallium  is 
strongly  coupled  to  this  phonon,  and  therefore  to  the  silicon  lattice, 

it  is  sensitive  to  stress  induced  on  the  material.  Stress  can  be  induced 
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Figure  4.  Transmittance  Spectra  of  Gallium  and  Aluminum  Doped 
into  Silicon  (Line  2  of  these  spectra  has  become 
saturated  due  to  either  excessive  sample  thickness 
or  high  dopant  concentration.  Ga  line  2  is  distorted 
and  A1  line  3  is  missing  due  to  coupling  with  the 
519  cm-1  phonon.) 

purposely  through  mechanical  means  or  accidentally  by  careless  sample 
mounting.  Extreme  care  must  be  taken  while  mounting  samples  to  avoid 
the  differential  contraction  of  the  copper  sample  holder  and  the  silicon 
sample  during  cooling.  Other  processes  which  also  occur  near  line  2  are 
oxygen  and  boron  local  mode  absorptions.  Because  of  the  rather  complex 
nature  of  line  2  of  the  gallium  spectrum,  another  line  of  the  p^ 
spectrum  or  a  line  of  the  p^  spectrum  should  be  used  instead  as  a 
reference  line  for  measuring  gallium  concentration. 

c.  Another  case  encountered  is  the  inability  to  obtain  precise 
temperature  control.  Honeywell's  calibration  constants  were  determined 
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for  a  sample  temperature  of  8°K.  Some  cooling  systems  are  capable  of 
attaining  temperatures  no  lower  than  12°K.  Others  cool  the  sample  to 
below  6°K.  For  now,  8°K  calibration  constants  must  be  used  for  sample 
temperatures  ranging  from  5°K  to  15°K.  Obviously  research  is  necessary 
to  define  the  usable  range  of  each  calibration  constant.  Shown  in  Figure 
5  is  the  temperature  variation  of  the  p^  lines  of  boron  between  6°K 
and  15°K  which  clearly  demonstrates  the  need  for  accurate  temperature 
control . 


Most  of  these  difficulties  with  the  existing  calibration 
constants  can  be  remedied  by  selecting  a  different  spectral  line  for  use 
in  measuring  impurity  concentration.  This  requires  a  concentration 
dependence  study  involving  FTIR  absorption  spectroscopy  and  another  tech¬ 
nique  such  as  Hall  analysis  or  Neutron  activation  analysis. 

Although  Hall -effect  analysis  is  the  more  accepted  means  for 
determining  impurity  concentrations,  FTIR  absorption  spectra  along  with 
existing  calibration  constants  are  often  used  to  obtain  impurity  concen¬ 
trations  for  comparison.  Sometimes,  concentrations  obtained  by  absorption 
spectroscopy  correspond  quite  well  with  concentrations  determined  by 
Hall  analysis.  This  has  been  especially  true  in  the  case  of  Honeywell's 
indium  calibration  constant  (Reference  4).  Conflicting  results  between 
these  techniques,  however,  produce  concern  as  to  whether  the  measurements 
were  made  correctly  or  if  the  calibration  constants  beinq  used  are  inac¬ 
curate. 


To  summarize,  a  need  for  a  study  to  produce  new  calibration 
constants  for  the  Group  III  acceptors  in  silicon  exists  at  the  Materials 
Laboratory.  This  need  has  come  about  through  unsatisfactory  use  of 
existing  calibration  constants  and  through  conflicting  comparisons  between 
Hall  and  FTIR  absorption.  An  understanding  of  why  these  two  techniques 
at  times  produce  conflicting  information  is  essential  to  further  under¬ 
stand  the  electrical  and  optical  properties  of  silicon  materials  being 
studied.  Thorough  knowledge  of  impurity  presence  and  impurity  concentra¬ 
tion  is  necessary  for  understanding  the  electrooptical  properties  of 
these  materials. 
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Figure  5.  Temperature  Dependence  of  the  Boron  p^  Lines 

(Areas  are  determined  using  a  computer  integrating 
routine  available  with  the  Digilab  system.) 
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SECTION  III 

EXPERIMENTAL  EQUIPMENT,  MATERIALS,  AND  PROCEDURES 

1.  INTRODUCTION 

Since  this  report  focuses  on  the  FTIR  absorption  spectroscopy  portion 
of  this  study,  only  the  FTIR  absorption  experiment  will  be  discussed  in 
detail.  However,  at  the  end  of  this  section,  comments  will  be  made  on 
the  Hall -effect  and  neutron  activation  measurements. 

2.  EXPERIMENTAL  EQUIPMENT 

Spectroscopic  measurements  have  been  made  using  a  Digilab  Model 
FTS-20CVX  Fourier  Transform  spectrometer.  The  spectrometer  includes  a 
Model  146  Bloch  interferometer  with  a  globar  source  and  a  cesium  iodide 
(Csl)  beamsplitter.  Also  a  Csl  windowed  Triglycerin  Sulfide  (TGS) 
detector  was  used  to  allow  investigation  in  the  spectral  region  from 
3600  cm-*  to  220  cm"*.  Wavenumber  locations  were  identified  by  the 
spectrometer  using  a  reference  interferometer  which  included  a  HeNe  laser 
and  white  light  source. 

The  sample  compartment  of  the  spectrometer  was  modified  to  accom¬ 
modate  the  several  cryogenic  cooling  systems  used  in  this  study  (Figure 
6).  A  special  isolation  table  was  designed  to  hold  the  closed  cycle 
cooling  system,  Cryodyne  Cryocooler,  in  the  sample  compartment.  This 
isolation  table,  shown  in  Figure  6,  prevents  any  vibrations  created  by 
the  closed  cycle  system  from  transferring  to  the  optical  bench  of  the 
spectrometer. 

The  data  system  by  Digilab  included  a  Nova  3  minicomputer,  a  Hewlett 
Packard  CRT  display  scope,  a  Silent  700  keyboard/printer,  and  a  Houston 
plotter.  The  spectra  produced  were  digitized  and  stored  on  magnetic 
disk  cartridges  using  a  Data  General  dual  disk  drive  unit. 

Several  cryogenic  sample-cooling  systems  were  used  in  this  study. 

They  included: 

a.  A  Sulfrian  Cryogenics  2-liter  liquid  helium  optical -dewar.  This 
was  used  for  constant  temperatures  of  5  or  12°K. 
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Figure  6.  Modified  Sample  Compartment  and  Isolation  Tab! 
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b.  An  Air  Products  and  Temperature  Inc.  Model  LT-3-110  liquid  helium 
transfer  Heli-Tran  refrigerator.  Temperatures  were  manually 
controlled  by  the  Model  0C-20  Cryo-Tip  control  panel.  This 
controlled  temperatures  between  5  and  300°K  with  an  accuracy 
between  +_0.02  to  +1.0°K. 

c.  A  Model  21SC  Cryodyne  Cryocooler  closed-cycle  refrigeration 
system.  The  cold  head  portion  was  equipped  with  a  vacuum  shroud 
designed  and  built  at  the  Materials  Laboratory.  The  Lake  Shore 
Cryotronics  Model  DRC-7C  Digital  Cryogenic  Thermometer/Controller 
was  used  with  the  cryocooler,  and  incorporated  the  use  of  a 
silicon  diode  for  sensing  temperature.  This  system  could  be 
used  between  9  and  300°K.  The  controllability  of  this  system 
was  +0.5°K.  This  system  added  60  cycle  noise  to  spectra  around 
400  cm--*-. 

All  three  of  these  cryogenic  cooling  systems  were  equipped  with 
oxygen  free  high  conductivity  (OFHC)  copper  sample  holders.  To  each 
copper  sample  block  was  attached  a  silicon-diode  temperature  sensor. 

For  the  cryocooler  system,  a  Lake  Shore  Model  DT-500  CU-DRC-B  sensor  was 
used  and  for  the  other  two  systems  Model  DT-500  P  sensors  were  used.  A 
current  supply  and  digital  voltmeter  were  required  for  use  with  the 
silicon  diode  sensors.  Csl  windows  were  mounted  using  a  black  wax  to 
the  vacuum  shrouds  of  all  three  cooling  devices  to  allow  transmittance 
through  the  vacuum  shrouds. 

3.  MATERIALS 

The  doped  silicon  samples  used  in  this  study  were  grown  by  various 
techniques  including  standard  Czochralski  (CZ),  float  zoning  (FZ),  and 
cold  crucible  or  skull.  The  materials  were  supplied  to  the  Materials 
Laboratory  by  Honeywell,  Hughes,  Spectrolab,  Aerojet,  Monsanto, 
Westinghouse,  Dow  Corning,  Ceres,  and  Shin  Etsu  Hondotai  (S.E.H.  from 
Japan).  These  samples  represent  most  of  the  common  crystal  growth/doping 
methods  used  today.  This  variety  of  samples  will  test  the  reliability 
of  the  use  of  calibration  constants  for  all  the  different  types  of  doped 
silicon  materials  listed  above. 
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All  the  samples  were  cut  and  polished  at  the  Materials  Laboratory. 
After  the  samples  were  cut  and  polished,  they  were  issued  an  identifica¬ 
tion  number  for  future  reference.  The  samples  used  in  this  study  are 
listed  in  Table  2  which  shows  the  sample  identification  number,  the  Group 
III  majority  impurity,  the  manufacturer,  the  growth  technique  and  the 
approximate  impurity  concentration. 

4.  FTIR  ABSORPTION  SPECTROSCOPY 

The  doped  single-crystal  samples  were  cut,  tapered,  polished,  and 
then  mounted  to  the  OFHC  copper  cold  tip  of  the  various  cryogenic  systems 
(Figure  7).  Using  a  thin  layer  of  vacuum  grease  which  contained  silver 
powder,  the  samples  were  thermally  contacted  to  the  copper  tips.  Special 
care  was  taken  not  to  stress  the  sample  while  mounting.  The  grease  was 
applied  to  only  one  corner  of  the  sample  to  minimize  the  differential 
contraction  between  the  cold  tip  and  the  sample  while  cooling.  Samples 
less  than  2  mm  thick  were  especially  vulnerable  to  this  type  of  stress. 

The  spectra  produced  from  the  sample  was  immediately  checked  for  any 
evidence  of  stress  such  as  abnormal  line  broadening  or  splitting.  If 
the  spectra  exhibited  any  stress  characteristics,  the  sample  was  remounted 
until  it  produced  sharp,  unbroadened  excited  state  lines.  Several  other 
workers  have  encountered  sample  stress  due  to  careless  mounting  and  have 
described  different  techniques  used  to  minimize  this  problem  (References 
13,  16,  19). 

After  samples  were  carefully  mounted,  they  were  cooled  to  between  5 
and  8°K,  The  sample  temperatures  were  monitored  using  silicon  diode 
sensors  which  were  attached  to  the  copper  cold  tips.  Temperatures  were 
verified  approximately  by  comparing  relative  peak  heights  of  the  oxygen 
1136  cm”l  and  1128  cm”^  lines  (Reference  2).  Figure  8  shows  a  curve  of 
the  relative  oxygen  peak  intensities  as  a  function  of  temperature.  Use 
of  this  curve  provides  an  excellent  way  to  determine  if  sufficient  thermal 
contact  has  been  made  between  the  sample  and  cold  tip. 

All  spectra  were  taken  at  a  resolution  of  0.5  cm”*  and  recorded 
using  a  Digilab  Model  FTS-20CVX  Fourier  Transform  spectrometer  purged 
with  dry  nitrogen.  This  spectrometer  was  calibrated  using  known  in  vacuo 
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Figure  7.  Sample  Holders  Used  for  Different  Cooling  Systems 
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positions  of  water  vapor  and  carbon  dioxide  absorption  bands  (Reference 
23).  Lines  measured  deviated  from  the  standard  values  by  -0.03  cm"*  to 
0.00  cm"*  throughout  the  regions  where  data  was  reported. 

Transmittance  values  were  then  obtained  using  the  air  reference, 
stored-ratio,  single  beam  method.  The  sample  transmittance  was  referenced 
to  an  empty  cryocooler.  This  method  can  be  extremely  inaccurate  photo¬ 
metrically,  if  care  is  not  taken  to  place  the  empty  sample  holder  in 
exactly  the  same  location  it  was  while  the  sample  was  being  analyzed. 

The  difficulty  of  this  task  is  increased  when  using  bulky  cryogenic  sample 
cooling  systems.  It  is  advisable  to  check  transmittance  values  obtained 
to  values  shown  in  the  literature,  especially  if  the  literature  trans¬ 
mittance  spectra  were  obtained  with  a  double  beam  instrument  which  could 
be  photometrically  calibrated  prior  to  each  experiment.  Transmittance 
values  were  transformed  to  absorption  coefficient  values  using  the 
equation. 


1_  In  I" _ 2TR* 

d  C(1-R)4+4T*R2]1/2 


(1-R)2 


] 


a  =  Absorption  Coefficient 
d  =  sample  thickness 
R  =  Reflectivity 
T  =  Transmittance 

Peak  areas  are  measured  using  an  integrating  program  included  with 
the  Digilab  software  package.  This  routine  integrates  the  area  between 
the  peak  and  a  baseline  which  is  designated  by  the  user. 

5.  HALL-EFFECT  ANALYSIS 

Hall  measurements  were  made  at  the  AFWAL  Materials  Laboratory  by 
personnel  experienced  in  the  technique.  These  measurements  were  done 
with  a  variable-temperature  Hall-effect  system.  Samples  were  cut  into 
the  van  der  Pauw  configuration  (Reference  24).  Data  was  then  analyzed 
in  the  normal  manner  by  fitting  the  charge  balance  equation  and  using 
the  Lang  mass  and  an  empirical  r-f actor  (References  25,  26,  27). 
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6.  NEUTRON  ACTIVATION  ANALYSIS 

Indium  and  gallium  doped  silicon  samples  were  sent  to  the  University 
of  Missouri  Research  Reactor  for  analysis.  Boron  and  aluminum  doped 
samples  could  not  be  measured  using  the  technique.  Concentrations  of 
indium  and  gallium  impurities  in  these  samples  were  reported  with  an 
accuracy  of  +5%. 
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SECTION  IV 

EXPERIMENTAL  RESULTS  AND  DISCUSSION 

1.  INTRODUCTION 

Presented  here  are  the  experimental  results  from  FTIR  absorption 
spectroscopy.  Hall  analysis,  and  neutron  activation  analysis  (NAA). 

Results  from  these  three  measurements  are  combined  to  obtain  the  new 
calibration  relationships.  Here  a  detailed  description  of  the  new 
relationships  will  be  given  along  with  any  limitations  for  their  use.  A 
discussion  on  the  results  of  high  resolution  absorption  measurements 
will  be  given  but  will  be  limited  so  as  not  to  detract  from  the  main 
theme  which  is  on  calibration  relationships.  A  more  complete  description 
of  these  results  can  be  found  in  the  appendix. 

2.  ABSORPTION  SPECTRA 

High  resolution  FTIR  absorption  spectroscopy  measurements  were  made 
on  indium,  gallium,  aluminum,  and  boron  in  silicon.  All  \>2/2  and  pl/2 
excited  state  energies  were  carefully  measured.  Sharp  line  p3^2  and 
Vl/2  excited  state  spectra  are  shown  in  Figures  8  through  11.  All 
reported  acceptor  lines  are  shown  along  with  some  previously  unreported 
acceptor  related  lines.  These  new  acceptor  related  excited  energy  states 
were  seen  in  the  sPec^ra  of  indium,  gallium,  aluminum,  and  boron. 

A  5p‘  line  was  observed  for  the  first  time  in  the  gallium  p ^  spectra. 

A  renumbering  of  the  boron  lines  was  required  so  that  the  boron  spectra 
would  correspond  to  the  accepted  numbering  convention  of  the  other  Group 
III  acceptor  spectra.  A  feature  in  each  acceptor  p-,^  spectrum  was 
defined  as  the  ground  state  binding  energy  Ej,  and  t  e  spin-orbit 

splitting  of  the  valence  bands  was  measured. 

* 

Discussion  of  these  results  can  be  found  in  the  appendix  of  this  report 
which  contains  a  paper  that  has  been  submitted  to  Physical  Review.  These 
results  come  directly  from  this  work  and  are  important  results,  but 
because  they  do  not  add  to  the  discussion  on  calibration  relationships, 
they  were  not  included  in  the  main  text. 


Figure  8.  IR  Absorption  Spectrum  of  Indium-Doped  Silicon 


ABSORPTION  COEFFICIENT  (cm 
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465  500  525  550  575  590  900  925  945 

WAVENUMBERS  (cm-1) 

Figure  9.  IR  Absorption  Spectrum  of  Gallium-Doped  Silicon 
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3.  CALIBRATION  RELATIONSHIPS 

Experimentally  determined  calibration  relationships  are  shown  in 
Tab1-.  3,  for  the  Group  III  acceptors  indium,  gallium,  and  boron.  The 
other  acceptor  elements  could  not  be  done  in  this  study.  Thallium-doped 
samples  were  not  available  and  concentration  measurements  on  an  aluminum- 
doped  sample  were  not  obtained.  Some  additional  information  also  included 
in  Table  3: 

a.  Maximum  percent  difference  between  optically  determined  con¬ 
centrations  and  concentrations  measured  by  Hall  or  NAA. 

b.  Average  percent  difference  between  optically  determined  concen¬ 
trations  and  concentrations  measured  by  Hall  or  NAA. 

c.  Correlation  coefficient,  which  is  a  measure  of  how  well  peak 
areas  fit  the  particular  function  of  concentration. 

For  further  discussion,  the  equation  of  a  line  is  referred  to  and 
is  expressed  as  Y  =  MX  +  B  where  in  this  case  Y  equals  concentration,  M 
is  the  slope  of  the  line,  X  equals  peak  area,  and  B  is  the  y-intercept. 
Since  B  occurs  at  zero  peak  area,  it  will  be  referred  to  as  the  minimum 
detectable  concentration.  For  the  calibration  constants  in  Table  1 
(Reference  4),  B  was  assumed  to  be  zero,  and  M  was  the  calibration 
constant  in  the  equation  Y  =  MX.  Minimum  detectable  concentrations  of 
Group  III  acceptors  in  silicon,  using  absorption  spectroscopy,  are  known 
to  be  finite,  not  zero;  therefore  B  t  0.  If  the  concentration  is  much 
larger  than  the  minimum  detectable  concentration  (B)  the  y-intercept 
term  is  negligible  and  can  be  ignored.  Data  obtained  in  this  study  shows 
that  the  y-intercept  term  is  significant  and  must  be  included  in  any 
peak  area  versus  concentration  relationships.  For  example,  it  seems 
that  indium  line  2,  shown  in  Figure  12a,  behaves  linearly  with  concen¬ 
tration.  An  attempt  was  made  to  use  the  slope  of  this  line  along  with 
the  y-intercept  to  form  a  relationship  of  peak  area  to  concentration. 

This  linear  relationship  was  inadequate  for  use  with  small  peak  areas, 
resulting  in  negative  concentrations.  A  markedly  improved  correlation 

over  the  linear  case  was  obtained  for  the  relationship  between  peak  area 
1/3 

and  concentration  '  as  shown  in  Figure  12b. 
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Figure  12.  Indium  Line  2  Peak  Area  Versus  (a)  Concentration,  and 
(b)  Concentration^3 


Because  of  the  inadequacies  of  a  simple  linear  relationship  of  peak 

area  to  concentration  and  because  experimental  evidence  showed  that  such 

a  linear  relationship  did  not  exist  for  the  acceptor  lines,  other 

functional  dependences  of  peak  area  to  concentration  were  tested. 

Successful  linear  fits  of  peak  area  to  concentration^3  and  concentration*^3 

were  made.  The  success  of  these  fits  was  measured  by  the  correlation 

coefficient  obtained  in  a  least-squares  fit  of  peak  area  versus  concen- 
1/3  2/3 

tration  or  concentration  '  data.  The  correlation  coefficient  of 
points  forming  a  line  is  +1.  Correlation  coefficients  obtained  for  these 
fits  ranged  between  .99  and  .9999.  The  new  calibration  relationships 
which  successfully  relate  peak  area  to  concentration  can  be  written  in 
equation  form  as  Y^3  =  MX  +  B  and  Y^3  -  MX  +  B.  From  a  least-squares 
fit,  a  slope  and  y-intercept  were  computed.  These  equations  along  with 
their  appropriate  M  and  B  values  are  shown  in  Table  3  and  can  be  used 
with  optical  data  to  determine  impurity  concentrations. 
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Data  obtained  in  this  study  clearly  shows  that  acceptor-line  peak 
areas  do  not  behave  linearly  with  concentration.  (Figures  12a,  13a, 

14a,  15a,  and  16a).  Even  though  lines  2  and  3  of  indium  seem  to  behave 
linearly  with  concentration,  a  better  correlation  coefficient  is  obtained 
when  these  lines  are  plotted  against  concentration*^'  (Figures  12b,  13b). 

Previously  reported  optical  calibration  constants  (Reference  4) 
assumed  a  linear  relationship  between  peak  area  and  acceptor  concentration. 
The  present  work,  however,  shows  that  a  simple  linear  relationship  is 
inadequate  for  accurate  measurements.  New  functional  dependences  were 
found  which  accurately  relate  peak  area  to  concentration. 

Notable  and  consistent  differences  in  the  concentration  values 
reported  by  Hall  analysis  and  neutron  activation  analysis  on  the  same 
material  were  observed.  This  suggests  a  fundamental  difference  in  what 
these  techniques  are  measuring  or  how  they  are  calibrated.  Table  4  lists 
comparisons  of  the  concentrations  measured  by  the  two  techniques.  Because 
of  this  difference  between  Hall  and  NAA,  separate  optical  calibration 
relationships  were  determined  to  relate  peak  area  to  either  Hall  or  NAA 
determined  concentrations. 

Slight  changes  in  sample  temperature  caused  measurable  changes  in 
peak  area  as  noted  in  Section  IV  and  shown  in  Figure  3.  The  usable  tem¬ 
perature  ranges  of  each  calibrated  acceptor  line  are  listed  in  Table  3. 
These  calibration  relationships  have  not  been  tested  for  absorption 
data  taken  with  sample  temperatures  higher  than  9°K.  Sample 
temperatures  were  measured  using  a  silicon  diode  sensor  attached  to  the 
copper  sample  holder.  The  temperature  readout  of  these  sensors  was 
verified  by  observing  the  relative  peak  heights  of  the  oxygen  lines  at 
1136  cm”*  and  1128  cm”*  and  using  an  oxygen  thermometry  curve  developed 
in  this  study. 

The  oxygen  lines  at  1136  cm”*  and  1128  cm”*  were  measured  by 
absorption  spectroscopy  between  9  and  77°K.  From  these  measurements,  a 
thermometry  curve  was  obtained  which  relates  relative  heights  to  sample 
temperature.  This  curve  was  useful  for  checking  sample  temperatures  in 
both  low  oxygen  content  float-zoned  material  and  high  oxygen  content 
Czochralskl  material.  This  curve  Is  shown  In  Figure  8.  By  Inspecting 
the  oxygen  lines  in  the  resulting  sample  spectra  and  comparing  the 
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TABLE  4 

CONCENTRATION  LEVELS  REPORTED  BY  HALL  ANALYSIS 
AND  NEUTRON  ACTIVATION  ANALYSIS 


IMPURITY 

HALL 

NAA 

SAMPLE  # 

CONCENTRATION 

CONCENTRATION 

(cm-3) 

(cm-3) 

BORON 

0118 

7.23  X  1014 

★ 

0119 

2.53  X  1015 

— 

657 

1.19  X  1015 

— 

0234 

1.85  X  1015 

1.44  X  1016  2.38  X  1016 
3.97  X  1016  5.56  X  1016 
8.91  X  1014  1.26  X  1015 

INDIUM 

0109  8.24  X  1016  5.77  X  1016 
011  3.08  X  1016  2.86  X  1016 
0103  1.44  X  1016  1.20  X  1016 

No  NAA  measurements  taken  on  Boron  -  doped  samples. 


GALLIUM 

044 

0102 

987 
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relative  peak  heights  to  the  curve  in  Figure  8,  one  can  estimate  the 
actual  sample  temperature.  If  the  sample  has  poor  thermal  contact  to 
the  copper  cold  tip,  the  sample  temperature  will  be  different  from  the 
temperature  measured  by  the  silicon-diode.  Without  this  thermometry 
curve,  any  difference  between  sample  and  sample  holder  temperatures  will 
not  be  detected.  The  results  of  this  temperature  study  on  the  oxygen 
lines  agree  closely  with  those  of  Krishnan  (Reference  2).  Krishnan  shows 
temperature  dependence  of  each  individual  oxygen  line  in  absorbance  units. 
In  this  study,  the  relative  peak  heights  of  the  two  oxygen  lines  are 
related  to  sample  temperature. 

The  tested  concentration  ranges  of  the  new  calibration  relationships 
are  unfortunately  somewhat  narrow  due  to  limited  sample  availability. 

The  concentration  ranges  for  which  these  calibration  relationships  have 
been  tested  are: 

Low  High 

Boron  7.2  x  1014  cm’3  2.5  x  1015  cm’3 

Gallium  3.6  x  1014  cm’3  5.6  x  1016  cm"3 

Indium  1.2  x  1016  cm"3  5.8  x  1016  cm’3 

Without  further  testing,  the  applicability  of  these  calibration  relation¬ 
ships  to  concentrations  outside  these  ranges  can  only  be  assumed. 

A  silicon  sample  containing  measurable  concentrations  of  indium, 
aluminum,  aluminum-X,  and  boron  was  analyzed  by  the  three  techniques. 

The  optical  calibration  relationships  do  not  accurately  relate  concen¬ 
trations  measured  by  Hall  and  NAA,  to  peak  areas  measured  by  absorption 
spectroscopy,  for  this  multiply-doped  sample.  Therefore,  the  use  of 
these  new  calibration  relationships  in  multiply-doped  silicon  samples 
may  not  produce  accurate  impurity  concentrations. 
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RATIO  OF  OXYGEN  PEAK  HEIGHTS 
11 36cm- 1/11 28cm-1 


Figure  17.  Oxygen  Thermometry  Curve 
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SECTION  V 

CONCLUSIONS  AND  RECOMMENDATIONS 

The  Group  III  acceptors  indium,  gallium,  aluminum,  and  boron  in 
silicon  were  studied  using  Fourier  transform  infrared  absorption 
spectroscopy,  variable-temperature  Hall-effect  analysis,  and  neutron 
activation  analysis  (NAA).  From  these  measurements,  new  optical 
calibration  relationships  for  In,  Ga,  and  B  were  obtained,  which  relate 
acceptor  peak  area  to  impurity  concentrations.  Because  neither  Hall  nor 
NAA  measurements  were  made  on  Al-  doped  silicon,  calibration  relationships 
for  Al  were  not  obtained.  Previously  reported  calibration  constants 
(Reference  4)  assumed  a  linear  relationship  between  peak  area  and  acceptor 
concentration.  In  the  present  work,  a  simple  linear  relationship  is 
shown  to  be  inadequate.  New  functional  dependences  have  been  found  which 
accurately  relate  peak  area  to  concentration.  Significant  and  consistent 
differences  in  the  concentration  values  reported  by  Hall  and  NAA  required 
separate  calibration  relationships  to  relate  a  peak  area  to  the  concen¬ 
tration  determined  by  either  technique.  The  new  calibration  relationships 
have  been  tested  for  various  sample  temperatures  and  the  temperature 
limitations  are  listed  in  Table  3.  Sample  temperatures  indicated  by  the 
silicon  diode  sensors  could  be  verified  using  the  oxygen  thermometry 
curve  developed  in  this  study  and  shown  in  Figure  8.  The  use  of  the  new 
calibration  relationships  with  samples  containing  more  than  one  Group 
III  impurity  was  unsuccessful,  resulting  in  impurity  concentrations  sig¬ 
nificantly  different  than  those  measured  by  Hall  or  NAA. 

Although  the  new  calibration  relationships  accurately  relate  peak 
area  to  impurity  concentration,  additional  studies  can  be  made  to  extend 
their  capabilities.  These  calibration  relationships  were  obtained  for 
somewhat  narrow  ranges  of  impurity  concentration.  Therefore,  additional 
Hall,  NAA,  and  FTIR  measurements  should  be  made  on  samples  containing 
concentration  outside  the  ranges  included  in  this  report.  Also  measure¬ 
ments  on  Al  and  T1  should  be  included  to  complete  the  optical  capability 
to  quantitatively  measure  all  Group  III  impurities  in  silicon. 

A  considerable  amount  of  research  has  been  done  to  determine  the 
relationship  of  acceptor  peak  halfwidth  w^  to  concentration,  temperature. 


AFWAl-TR-83-4051 


compensation,  etc.  (References  5,  13,  16,  17)  but  little  has  been  done 
to  study  the  effects  of  these  mechanisms  on  the  entire  peak  area.  This 
information  could  be  used  to  further  increase  the  capabili:y  to  make 
accurate  optical  impurity  concentration  measurements. 

Finally,  a  theoretical  explanation  for  the  particular  functional 
dependence  of  peak  area  along  with  an  explanation  for  the  unsuccessful 
use  of  the  calibration  relationships  with  multiply-doped  samples  would 
be  an  appropriate  answer  to  problems  left  unsolved  in  this  work. 
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APPENDIX 

ADDITIONAL  STRUCTURE  IN  INFRARED  EXCITATION  SPECTRA 
OF  GROUP  III  ACCEPTORS  IN  SILICON 

High  resolution  infrared  p^  and  P1/2  excitation  spectra  are 
reported  for  the  Group  III  acceptors  boron,  aluminum,  gallium,  and  indium 
in  silicon.  New  lines  are  observed  in  the  p^  sPectra  which  are  believed 
due  to  previously  unresolved  excited  states.  A  5p '  line  is  observed  for 
the  first  time  in  the  gallium  spectrum.  Some  previously  reported  boron 
P3/2  lines  are  re-labeled  to  correspond  with  the  other  Group  III  spectra. 

A  feature  in  each  of  the  P^/2  sPectra  is  defined  as  Ej,  the  ground  state 
binding  energy.  Values  measured  for  Ej  are  44.39,  69.03,  72.73,  and 
155.58+0.02  meV  for  B,  A1 ,  Ga,  and  In,  respectively.  The  data  shows 
more  complete  correspondence  of  all  the  Group  III  excited  state  lines 
than  any  published  previously.  The  spin-orbit  splitting  of  the  valence 
bands  is  measured  to  be  44.00+0.02  meV. 

PACS  numbers:  71.55Fr,  78.50Ge,  7l.70Ej 

I.  INTRODUCTION 

Infrared  excitation  spectra  of  Group  III  acceptors  in  silicon  have 
been  reported  previously  by  many  different  investigators.  The  reader  is 
directed  to  a  few  of  the  more  recent  articles  in  which  most  of  the 
previous  data  ts  referenced  (References  4,  21,  22,  28,  29).  In  addition, 
several  theoretical  models  have  been  proposed  to  interpret  the  experi¬ 
mental  results.  One  of  the  more  successful  of  these  models  appears  to 
be  the  effective-mass  theory  of  Lipari  et  al  (References  11,  30). 

Despite  the  rather  large  number  of  papers  published  in  this  area,  there 
are  still  some  unsettled  issues.  Two  examples  are  the  accurate  deter¬ 
mination  of  ground  state  binding  energies  (Reference  11)  and  spin-orbit 
splitting  of  the  valence  bands.  Furthermore,  recently  improved  experi¬ 
mental  techniques  (primarily  due  to  more  widespread  use  of  Fourier  trans¬ 
form  spectrometers)  and  improved  growth  techniques  for  doped  silicon 
crystals  have  resulted  in  detailed  high  resolution  data  unobtainable  by 
earlier  workers. 
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We  present  here  high  resolution  infrared  absorption  spectra  for  the 
Group  III  acceptors  boron,  aluminum,  gallium,  and  indium  in  silicon. 

New  lines  and  structure,  unreported  by  previous  investigators,  are 
observed  in  the  spectra.  It  is  shown  that  the  identity  of  some  of  the 
previously  reported  boron  lines  must  be  altered  to  be  consistent  with 
the  other  Group  III  spectra.  It  is  demonstrated  that  a  feature  of  the 
high  energy  side  of  peak  11  in  each  of  the  p^  spectra  can  be  logically 
defined  as  E j ,  the  ground  state  binding  energy.  An  analysis  of  this  new 
data  yields  values  for  Ej  and  the  spin-orbit  splitting  of  the  valence 
bands  which  are  more  consistent  for  all  four  acceptors  than  any  of  the 
previously  reported  values.  A  more  complete  correspondence  of  all  the 
Group  III  excited  state  lines  is  also  demonstrated. 

II.  EXPERIMENTAL 

Many  different  samples  from  a  variety  of  sources  were  studied  during 
the  course  of  this  work.  The  specific  samples  used  to  obtain  the  spectra 
illustrated  in  this  report  are  as  follows:  the  boron-doped  sample  was 
cut  from  a  float-zone  boule  grown  by  Shin-Etsu  Hondotai  of  Japan.  It 
had  a  boron  concentration  of  approximately  2X10  cm"0.  The  aluminum- 

doped,  sample  came  from  a  float-zone  crystal  grown  by  Texas  Instruments. 

It  had  an  aluminum  concentration  of  approximately  5  X  10  cm  .  The 
gallium-doped  sample  was  cut  from  a  float-zone  boule  grown  by  Spectralab 

it  _3 

Inc.  It  had  a  gallium  concentration  of  approximately  1X10  cm  .  The 

indium-doped  sample  was  cut  from  float-zone  boule  grown  by  Westinghouse. 

lfi  -3 

It  had  an  indium  concentration  of  approximately  3X10  cm  . 

The  samples  were  cooled  to  5.5°K  in  a  liquid  helium  dewar  during 
measurement.  All  spectra  were  recorded  on  a  Digilab  model  FTS-20C  Fourier 
transform  spectrophotometer  at  resolutions  of  0.2  to  0.5  cm-1,  with  signal 
averaging  of  1000  to  2000  scans.  The  spectrometer  was  calibrated  using 
an  internal  laser  reference  line  (6328^  HeNe  laser  at  15800.8235  cm"1  in 
vacuo)  and  also  known  position  of  water  vapor  and  carbon  dioxide  absorption 
bands.  A  computer  software  program  supplied  with  the  Digilab  system  was 
used  to  convert  transmittance  to  absorption  coefficient.  Samples  were 
mounted  in  a  stress-free  manner  by  attaching  them  to  the  dewar  cold  finger 
by  a  very  small  dab  of  conducting  vacuum  grease  at  one  corner  only. 
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III.  RESULTS  AND  DISCUSSION 

We  obtained  the  excitation  lines  of  both  the  pjy2  and  P3/2  series 
by  infrared  absorption  spectroscopy  for  each  of  the  Group  III  acceptors 
boron,  aluminum,  gallium,  and  indium.  In  order  to  compare  the  spectra 
with  each  other  on  a  common  relative  energy  scale  and  to  make  a  meaning¬ 
ful  evaluation  of  the  results,  it  was  necessary  to  find  an  accurate 
reference  point  on  which  each  spectrum  could  be  aligned.  Ideally,  this 
reference  point  should  be  a  spectral  feature  which  exhibits  no  chemical 
shift  or  other  meaningful  change  in  relation  to  the  intrinsic  silicon 
band  structure  when  the  identity  of  the  dopant  acceptor  is  changed.  In 
theory,  the  valence  band  edge  should  make  an  excellent  reference  point 
but  no  spectral  features  have  been  found  to  correspond  to  either  the 
p^/2  band  edge  or  to  the  split-off  pjy2  band  edge  by  previous  workers. 
However,  as  demonstrated  by  Zwerdling  et  al  (Reference  31),  the  p^y2 
band  edge  can  be  determined  from  a  Rydberg  series  plot  of  the  p^y2  ser1es 
absorption  lines.  The  pjy2  series  limit  obtained  from  such  a  plot  is 
assumed  to  be  coincident  with  the  band  edge.  The  pjy2  series  absorption 
spectra  which  we  have  obtained  for  the  Group  III  acceptors  in  silicon 
are  shown  in  Figure  A-l. 

The  series  limit,  E*,  was  determined  for  each  spectrum  by  making  a 
corrected  Rydberg  series  plot  in  accordance  with  Zwerdling  et  al 
(Reference  31).  The  resultant  E*,  positions  are  indicated  in  Figure 
A-l,  and  it  is  these  positions  which  were  used  to  align  the  spectra  with 
each  other  and  which  serve  as  the  zero  energy  reference  point.  The  actual 
values  of  Ej  are  listed  in  Table  A-l.  Zwerdling  et  al  (Reference  31) 
plotted  only  the  data  for  boron  and  found  that  both  the  corrected  and 
uncorrected  Rydberg  series  extrapolated  to  the  same  series  limit.  Since 
then,  several  other  investigators  have  made  the  same  assumption  and  have 
used  the  simple  uncorrected  series  to  determine  the  series  limit 
(Reference  21).  We  find,  however,  that  our  data  does  not  yield  the  same 
series  limit  for  the  corrected  and  uncorrected  plots.  In  all  cases,  the 
corrected  series  limit  is  higher  than  the  uncorrected  one.  The  dif¬ 
ference  is  0.04  meV  for  B  and  In,  0.06  meV  for  Al ,  and  0.08  meV  for  Ga. 
Energy  values  of  the  absorption  lines  used  to  make  the  plots  are  given 
at  the  bottom  of  Table  A-2.  Notice  that  a  5p'  line  is  observed  in  the 


AFWAL-TR-83-4051 


gallium  spectrum.  This  is  the  first  time  that  a  5p‘  line  has  been 
reported  for  any  acceptor  in  silicon.  It  fits  perfectly  on  the  Rydberg 
series  line  and  gives  more  confidence  to  the  extrapolated  series  limit. 
Only  three  lines  ( 2p 1 ,  3p',  and  4p‘)  were  observed  in  the  B,  Al ,  and  In 
spectra. 

Another  feature  to  notice  in  both  Figure  A-l  and  Table  A-l  is  that 
the  energy  separation  between  E*  and  2p‘  is  the  same  for  all  four  accep¬ 
tors.  This  is  significant  because  it  means  that  the  2p'  line  is  also  an 
accurate  reference  point  on  which  to  align  the  spectra  for  comparison 
purposes.  The  importance  of  this  is  that  2p 1  is  an  easily  determined 
experimental  position  as  opposed  to  the  series  limit  which  must  be 
extrapolated.  Onton  et  al  (Reference  21)  also  used  the  2p‘  line  as  a 
reference  point  but  their  measured  E*-2p'  separations  were  not  the  same, 
particularly  in  the  case  of  indium.  Our  data,  then,  shows  a  consistency 
in  the  spectra  which  previously  reported  data  on  the  Group  III 
acceptors  in  silicon  did  not  show.  The  2p '  line  is  also  used  as  the 
reference  point  for  comparing  the  p^2  spectra  which  will  be  discussed 
next. 


An  example  of  a  complete  p^2  absorption  spectrum  is  shown  for 
gallium  in  Figure  A-2.  Our  spectrum  is  very  similar  to  that  shown  by 
Chandrasekhar  et  al  (Reference  22).  The  main  difference  is  that  our 
data  exhibits  a  little  better  resolution  and  more  detail  in  the  high 
energy  group  of  lines,  i.e.,  lines  numbered  5  and  higher.  Our  other 
Group  III  p-y2  spectra  also  agree  very  well  with  previously  published 
spectra  for  lines  1  through  4.  It  is  in  lines  5  and  above  where  we 
observe  some  differences  and  on  which  we  now  direct  the  discussion.  The 
high  energy  portion  of  the  p^2  specvra  which  we  have  obtained  for  B, 

Al,  Ga,  and  In  are  shown  in  Figure  A-3.  These  spectra  are  aligned  with 
each  other  using  the  2p'  line  as  the  reference  point.  Previous  investi¬ 
gators  (References  21,  29,  32)  had  identified  a  total  of  six  lines  in 
this  region,  labeled  5,  6,  7,  8,  9,  and  10  after  notation  first  used  by 
Colbow  (Reference  14).  Our  spectra  in  Figure  A-3  exhibit  these  six  lines 
very  clearly;  more  clearly,  In  fact  than  previous  results.  The  major 
feature  of  our  spectra  Is  that  several  additional  distinct  lines  and 
shoulders  are  also  observed,  particularly  in  the  boron  and  gallium  spectra. 
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It  was  considered  prudent  not  to  confuse  matters  by  re-labeling  the  major 
lines  (except  for  boron  as  will  be  discussed  shortly)  and  so  the  new 
additional  lines  were  labeled  by  using  letter  suffixes  (A,  B,  C,  etc.). 

New  lines  and  shoulders  which  appear  to  be  associated  with  the  major 
line  10,  for  instance,  are  labeled  10A,  10B,  IOC,  and  10D  as  seen  in 
Figure  A-3.  Also  notice  that  a  very  distinct  line  11  is  observed  in 
each  spectrum  for  the  first  time.  All  previous  data  had  indicated  that 
line  10  was  the  highest  energy  line.  The  energy  positions  of  all  the 
lines  are  listed  in  Table  A-2.  Some  of  the  new  lines  are  observed  in 
the  spectra  of  all  four  acceptors  but  others  occur  only  in  some  spectra 
and  are  missing  in  others.  The  line  labels  are  consistent  from  one 
acceptor  to  another,  however,  because  they  were  chosen  on  the  basis  of 
corresponding  line  positions  as  will  be  illustrated  more  clearly  later 
in  Figure  A-5.  Our  values  for  the  previously  reported  main  lines  are  in 
good  agreement  with  those  of  Onton  et  al  (Reference  21).  For  complete¬ 
ness,  the  known  line  positions  of  thallium,  which  is  also  a  Group  III 
acceptor  in  silicon,  are  included  in  Table  A-2.  We  were  unable  to  obtain 
a  good  thallium-doped  crystal  and  have  therefore  used  the  data  of  Scott 
and  Schmit  (Reference  33). 

.The  first  acceptor  for  which  we  observed  this  additional  structure 
was  boron.  Our  initial  thought  was  that  there  was  something  peculiar 
about  the  sample  or  that  some  experimental  problem  such  as  external  stress 
was  the  cause  of  this  structure.  We  first  satisfied  ourselves  that  the 
sample  was  stress-free  and  then  obtained  other  boron-doped  silicon  samples 
which  yielded  the  same  results.  In  the  meantime  two  papers  appeared 
(References  19,  34)  which  reported  boron  spectra  virtually  identical  to 
ours  but  the  additional  structure  was  not  discussed  in  either  paper. 
Subsequently,  we  observed  similar  additional  structure  in  other  Group 
III  spectra.  These  extra  lines  are  most  evident  in  boron,  least  evident 
in  indium.  It  is  believed  that  the  spectra  illustrated  in  Figure  A-3 
are  stress-free  and  that  the  additional  structure  is  truly  characteristic 
of  the  Group  III  impurity.  High  quality  samples  and  the  use  of  a  high 
resolution  Fourier  transform  spectrometer  are  probably  the  main  reasons 
why  we  were  able  to  observe  this  structure  and  many  previous  workers 
were  not. 
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One  aspect  of  the  boron  spectrum  that  deserves  special  mention  is 
line  labeling.  In  Figure  A-3,  note  the  major  boron  lines  labeled  8,  9, 
and  10.  In  all  previously  reported  work  (References  14,  19,  21,  28,  34) 
these  lines  are  labeled  7,  8,  and  9.  It  is  evident  from  the  comparison 
in  Figure  A-3  and  Table  A-2  (and  later  in  Figure  A-5)  that  from  the 
standpoint  of  both  relative  peak  intensity  and  relative  energy  position 
the  peak  at  42.74  meV  (previously  labeled  7)  should  be  re-labeled  8  to 
be  consistent  with  the  labels  subsequently  given  the  lines  of  the  other 
Group  III  acceptors.  This  same  argument  applies  to  lines  9  and  10.  Line 
7  is  actually  the  weak  peak  at  42.41  meV  which  is  reported  here  for  the 
first  time.  This  new  boron  line  7  is  also  consistent  with  line  7  of  the 
other  Group  III  spectra  in  relative  energy  position  and  relative 
intensity.  The  line  positions  listed  in  Table  A-2  include  the  re-labeled 
lines  7,  8,  9,  and  10  of  boron. 

Another  point  to  notice  in  Figure  A-3  is  the  feature  at  the  high 
energy  end  of  each  spectrum  which  is  labeled  Ej.  This  is  the  point  which 
we  are  tentatively  defining  as  the  p32  valence  band  edge.  By  definition, 
the  energy  position  of  this  point  also  represents  the  binding  energy  of 
the  Group  III  acceptor  ground  state,  Ej.  The  actual  value  of  the  ground 
state  binding  energies  has  been  the  subject  of  much  previous  discussion, 
both  experimentally  and  theoretically  (References  4,  11,  21,  28,  30). 

One  of  the  problems  in  determining  an  accurate  value  for  Ej  is  that  in 
previous  experimental  work  no  spectral  feature  could  be  identified  as 
corresponding  to  the  band  edge.  In  our  spectra,  there  is  a  reproducible 
minimum  on  the  high  energy  side  of  line  11  beyond  which  there  is  a  more 
or  less  flat  featureless  continuum  absorption.  That  minimum  falls  at 
precisely  the  same  relative  energy  position  for  each  of  the  Group  III 
acceptors.  The  rationale  behind  our  suggestion  that  this  spectral  feature 
be  defined  as  Ej  is  illustrated  in  Figure  A-4. 

Shown  in  Figure  A-4  is  an  enlarged  view  of  the  boron  spectrum  from 
Figure  A-3.  One  noticeable  aspect  of  this  spectrum  is  that  the  background 
immediately  to  the  high  energy  side  of  line  11  is  significantly  higher 
than  the  background  under  the  main  lines  and  that  it  is  relatively  flat 
and  featureless.  The  dashed  curve  represents  our  estimate  of  the 
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background  position  under  the  lines.  It  appears  that  the  background 
gradually  slopes  upward  as  the  energy  increases  toward  the  line  11 
position.  At  the  high  energy  side  of  line  11  there  is  a  sudden  break  in 
the  slope.  We  are  suggesting  that  this  break  represents  the  onset  of 
continuum  absorption  into  the  valence  band.  In  other  words,  we  are 
observing  the  valence  band  absorption  edge  which  is  logically  the  position 
of  Ej.  This  same  background  break  is  also  observed  in  the  aluminum, 
gallium,  and  indium  spectra.  The  energy  value  of  this  position  is  listed 
as  Ej  in  Table  A-2.  The  region  around  line  11,  in  fact,  is  very  similar 
in  appearance  to  some  other  semiconductor  absorption  edge  spectra  in 
which  an  exciton  peak  occurs  immediately  below  the  edge  (Reference  35). 

The  minimum  on  the  high  energy  side  of  line  11,  which  corresponds  to  the 
break  in  the  background  slope,  occurs  at  the  same  relative  energy  position 
for  each  of  the  impurities.  This  means  that  the  energy  separation  between 
our  measured  Ej  and  E*  is  constant  for  each  acceptor.  E|  -  Ej  is,  by 
definition,  the  spin-orbit  splitting  of  the  valence  bands.  Our  measured 
value,  as  listed  in  Table  A-l,  is  44.00+0.02  meV  which  is  in  good  agree¬ 
ment  with  the  values  of  Onton  et  al  (Reference  21)  and  Zwerdling  et  al 
(Reference  31).  The  fact  that  we  get  the  same  value  of  Ej  -  Ej  for  each 
of  the  acceptors  when  the  position  of  Ej  is  measured  as  described  above 
is  a’ strong  point  in  support  of  our  interpretation.  No  previously 
reported  data  shows  such  a  consistent  value  for  the  spin-orbit  splitting 
for  all  four  of  these  Group  III  dopants  in  silicon. 

Our  measured  values  of  Ej,  the  ground  state  binding  energies,  are 
compared  with  values  reported  by  some  other  workers  in  Table  A-3.  We 
agree  well  with  the  experimental  results  of  Jones  et  al  (Reference  4) 
for  B  and  Ga  and  less  well  for  Al  and  In.  There  is  not  close  agreement 
with  the  values  of  Lipari  et  al  (Reference  11)  and  Ramdas  et  al 
(Reference  28).  Lipari  et  al  calculated  the  binding  energies  of  some  of 
the  excited  states  for  Group  III  acceptors  in  silicon.  They  calculated 
that  the  excited  state  giving  rise  to  absorption  line  6  had  a  binding 
energy  of  3.67  meV  and  then  added  this  energy  to  the  experimental  line  6 
energy  to  come  up  with  the  ground  state  binding  energy.  Ramdas  et  al 
(Reference  28)  added  6.1  meV  to  line  4  to  obtain  their  ground  state 
binding  energy  values.  The  problem  with  adding  a  given  energy  to  an 
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experimental  absorption  line  position  in  this  case  is  that  the  lines 
tend  to  shift  around  in  relative  energy  position  from  one  acceptor  to 
another.  This  is  particularly  true  of  line  4  as  illustrated  in  Figure 
A-5  and  as  also  shown  in  previous  work  (Reference  21). 

Shown  in  Figure  A-5  are  the  relative  binding  energy  positions  of 
the  Group  III  excited  states  in  silicon  as  determined  from  our  infrared 
absorption  spectra.  Our  measured  value  of  Ej  is  used  as  the  zero  energy 
reference  point  for  each  acceptor.  Positions  foi  lines  1  and  2  are  not 
shown  because  they  are  off  scale  to  the  top  of  the  figure.  The  longer 
lines  in  Figure  A-5  represent  the  major  absorption  peaks  3  through  11. 
Shorter  lines  represent  new  absorption  structure  6A,  6B,  8A  etc.  as  listed 
in  Table  A-2.  Notice  that  lines  3,  4,  and  5  exhibit  significant  chemical 
shifts.  Lines  6  through  11,  on  the  other  hand,  show  good  correspondence 
from  one  acceptor  to  another.  Most  of  the  new  lines  also  show  good  cor¬ 
respondence.  It  was  on  the  basis  of  such  corresponding  line  positions, 
for  instance,  that  the  distinct  new  shoulders  observed  in  the  indium 
spectrum  (Figure  A-3)  were  labeled  8A,  10A,  10D,  and  11B  (Table  A-2). 

In  other  words,  all  line  labels  listed  in  Table  A-2  were  chosen  on  the 
basis  of  corresponding  line  positions  as  seen  in  Figure  A-5. 

Chandrasekhar  et  al  (Reference  22)  have  shown  that  the  lack  of  a 
sharp  line  2  in  the  gallium  spectrum  is  due  to  a  resonant  interaction 
with  optical  phonons.  The  absence  of  line  3  in  the  aluminum  spectrum  is 
believed  due  to  a  similar  interaction  (References  21,  22).  Line  4  of 
aluminum  is  also  somewhat  peculiar,  however.  As  seen  in  Figure  A-5,  the 
relative  energy  positions  of  the  line  4  components  are  significantly 
shifted  with  respect  to  the  other  Group  III  acceptors.  In  addition, 
aluminum  line  4  has  a  strange  shape  and  is  much  weaker  in  relation  to 
the  other  spectral  lines  than  the  other  three  acceptors.  We  have  observed 
a  new  line  4  component,  labeled  4'  in  Table  A-2.  It  is  pointed  out  that 
the  zone  center  optical  phonon  which  causes  the  resonant  interaction  in 
line  2  of  gallium  (Reference  22)  has  an  energy  which  falls  between  lines 
4  and  4A  in  aluminum.  Perhaps  the  strange  behavior  of  aluminum  line  4 
is  due  to  this  phonon  Interference.  At  any  rate,  using  line  4  to  deter¬ 
mine  binding  energies  as  done  by  Ramdas  and  Rodriguez  (Reference  28) 
will  yield  doubtful  results,  especially  for  aluminum. 


AFWAL-TR-83-4051 


IV.  SUMMARY 

We  have  presented  the  an(^  P3/2  ^n^rare(^  absorption  spectra  of 
the  Group  III  acceptors  boron,  aluminum,  gallium,  and  indium  in  silicon. 
At  least  ten  new  lines  were  observed  in  the  p ^  spectra.  These  new 
lines  appear  to  represent  additional  excited  states  which  had  not  been 
previously  resolved.  The  previously  reported  identity  of  some  of  the 
boron  p^^  lines  was  changed  to  make  them  consistent  with  the  other  Group 
III  spectra,  A  new  5p*  line  was  also  observed  for  the  first  time  in  the 
pl/2  sPectrum  gallium.  Corrected  Rydberg  series  plots  were  made  from 
the  pj^  series  lines  and  used  to  determine  the  series  limit,  E*.  The 
value  of  E*  was  of  Interest  because  It  seemed  to  be  a  logical  reference 
point  on  which  to  base  a  relative  energy  scale  comparison  of  the  various 
spectra.  It  was  shown  that  the  2p'  line  is  also  an  accurate  reference 
point  with  the  added  advantage  that  it  Is  easily  seen  experimentally.  A 
feature  on  the  high  energy  side  of  peak  11  In  the  p^,,  spectra  was  identi 
fied  as  Ej,  the  ground  state  binding  energy.  This  identification  was 
based  on  the  behavior  of  the  background  in  the  region  of  the  valence 
band  edge  and  this  position  of  Ej  was  found  to  be  at  the  same  relative 
energy  position  for  each  of  the  four  acceptors.  The  specific  values  of 
Ej  determined  here  were  44.39,  69.03,  72.73,  and  155.58  meV  for  boron, 
aluminum,  gallium,  and  indium,  respectively.  It  was  also  shown  that  the 
experimentally  determined  spin-orbit  splitting  of  the  valence  bands, 

Ef  -  Ej,  was  the  same  for  each  acceptor,  the  value  being  44.00+0.02  meV. 
This  was  the  first  experimental  data  to  show  such  a  consistent  Ej  -  Ej 
value  for  all  four  Group  III  acceptors  in  silicon.  Other  aspects  of  the 
data  such  as  relative  line  positions  also  show  excellent  consistency 
from  one  acceptor  to  another.  In  fact,  our  relative  line  positions  and 
Intensities  (after  re-labeling  some  of  the  boron  lines)  are  more  consist¬ 
ent  across  the  Group  III  series  than  any  previously  reported  data. 

The  authors  wish  to  thank  Dr.  T.  Abe  of  Shin-Etsu  Hondotai  Co., 
Japan,  for  the  boron  doped  crystal  used  in  this  investigation  and  Mr. 
Terry  Trumble  of  the  Aero  Propulsion  Laboratory  (AFWAL/P00C)  for  the 
gallium-doped  crystal  grown  by  Spectral ab  Inc.  under  Contract  No.  F33615 
80-C-2009.  We  also  thank  Robert  Bertke  of  the  University  of  Dayton 
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Figure  A- 5. 


Experimental  Binding  Energies  of  Excited  States  of 
Group  III  Acceptors  in  Silicon  (Zero  energy  is 
placed  at  experimentally  determined  band  edge,  Ej. 
Longer  lines  represent  major  absorption  peaks 
3  through  11.  Shorter  lines  represent  new 
absorption  structure  6A,  6B,  8A  etc.  as  listed  in 
Table  A-2  .) 
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TABLE  A-l 

P1/2  SERIES  IONIZATION  ENERGY3  AND  SOME  EXPERIMENTAL 
ENERGY  SEPARATIONS  IN  SILICON  (UNITS  ARE  meVb) 


EI 

Ej*  -  2p  * 
* 

EI  -EI 

2p'  -  Ej 


B 

88.39 

5.50 

44.00 

38.50 


Al_ 

113.04 

5.51 

44.01 

38.50 


Gd 

116.73 

5.49 

44.00 

38.51 


In 

199.58 

5.50 

44.01 

38.51 


aE*  determined  from  corrected  Rydberg  Series  given  by  Zwerdling 
et  al  (Reference  31). 

^Maximum  error  estimated  to  be  +0.02  meV. 
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TABLE  A-2 

EXPERIMENTAL  ENERGY  POSITIONS  OF  GROUP  III  ACCEPTOR 
EXCITATION  LINES  IN  SILICON  (UNITS  ARE  meVa) 


Line 

Boron 

Aluminum 

Gallium 

Indium 

Thallium 

1 

30.37 

54.89 

58.24 

142.01 

232.6 

2 

34.49 

58.51 

— 

145.78 

236.4 

3 

38.35 

— 

67.13 

149.77 

240.2 

4 

39.59 

64.04(A) 

64.12(B) 

67.97 

150.80 

241.5 

4A 

39.67 

64.98 

68.26 

151.08 

4B 

39.91 

65.16 

68.44 

151.19 

5 

41.47 

66.35 

69.95 

152.77 

6A 

41.91 

...... 

... 

_  _  . 

6B 

42.06 

- - 

(70.40) 

— 

6 

42.16 

66.79 

70.51 

153.31 

244.0 

7 

42.41 

67.10 

70.79 

153.62 

8 

42.74 

67.43 

71.13 

153.98 

8A 

42.92 

67.64 

71.35 

(154.15) 

9A 

43.16 

(67.81) 

(71.53) 

_ 

9 

43.24 

67.91 

71.62 

154.46 

10A 

43.49 

68.16 

71.85 

(154.72) 

10B 

(43.64) 

(68.22) 

— 

— 

10 

43.71 

68.38 

72.07 

154.93 

IOC 

43.78 

(68.53) 

(72.13) 

- — 

10D  . 

43.95 

68.62 

72.31 

(155.08) 

1 1 A 

....  • 

(68.80) 

(72.44) 

_  w  _ 

1  IB 

(44.20) 

(68.87) 

(72.52) 

(155.40) 

11 

44.27 

68.96 

72.62 

155.51 

EI 

44.39 

69.03 

72.73 

155.57 

246.2 

2p' 

82.89 

107.53 

111.24 

194.08 

283.3 

3p ' 

85.90 

110.56 

114.25 

197.11 

286.3 

4p  * 

86.95 

111.61 

115.30 

198.18 

5p' 

— 

— 

115.8 

— 

★ 

Ei 

88.39 

113.04 

116.73 

199.58 

aError 

is  estimated 

to  be  +0.02  meV 

for  all 

lines  of  B,  Al, 

Ga,  and  ] 

except  those  in  parentheses  where  error  is  estimated  to  be  +0.05  meV. 
Reference  33.  Error  estimate  not  given. 
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P3/2 


Li  pari  et  ala 


Ramdas  et  al*5 


Jones  et  alc 


This  work 


TABLE  A-3 

GROUND  STATE  IONIZATION  ENERGIES  OF  GROUP  III 
ACCEPTORS  IN  SILICON  (UNITS  ARE  meV) 

B  Al_  Ga 

45.83  70.42  76.16 

45.71  70.18  74.05 

44.3  68.5  72.7 

44.39  69.03  72.73 


In 

156.94 

156.90 

155.0 

155.58 


Reference  11 
Reference  28 
Reference  4 
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